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Accutest Laboratories

Sample Summary

Weston Solutions
Job No: TC55413

CES- Chemical Spill/4904 Griggs, Houston, TX

Sample Collected Matrix Client 
Number Date Time By Received Code Type Sample ID

TC55413-1 09/23/14 09:50 09/23/14 AQ Water N. TANK-7

TC55413-2 09/23/14 10:30 09/23/14 SO Sludge N. TANK-8

TC55413-3 09/23/14 12:20 09/23/14 AQ Water OT-6

TC55413-4 09/23/14 13:30 09/23/14 AQ Water OT-3

Soil samples reported on a dry weight basis unless otherwise indicated on result page.
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Summary of Hits Page 1 of 2     
Job Number: TC55413
Account: Weston Solutions
Project: CES- Chemical Spill/4904 Griggs, Houston, TX
Collected: 09/23/14

Lab Sample ID   Client Sample ID Result/
Analyte Qual MQL SDL Units Method

TC55413-1 N. TANK-7

Ignitability (Flashpoint) >200 Deg. F SW846 1010
Sulfide 20.0 2.0 0.025 mg/l SM 4500S+F
pH a 4.95 su SM 4500H+B/9040
Benzene b 0.833 0.020 0.0068 mg/l SW846 8260C
Methyl ethyl ketone b 1.70 0.20 0.054 mg/l SW846 8260C
2-Methylphenol 0.430 0.050 0.0096 mg/l SW846 8270D
3&4-Methylphenol 2.01 0.50 0.11 mg/l SW846 8270D
Arsenic 0.0075 J 0.050 0.0050 mg/l SW846 6010B
Barium 0.12 J 5.0 0.017 mg/l SW846 6010B
Chromium 0.011 J 0.050 0.0014 mg/l SW846 6010B
Lead 0.017 J 0.025 0.0089 mg/l SW846 6010B
Mercury 0.00040 0.00020 0.000050 mg/l SW846 7470A
Selenium 0.0094 J 0.050 0.0049 mg/l SW846 6010B

TC55413-2 N. TANK-8

Cyanide 0.77 0.68 0.38 mg/kg SW846 9012 M
Ignitability (Flashpoint) 190 Deg. F SW846 CHAP7
Sulfide, Neutral Extraction c 103 9.6 9.1 mg/kg EPA 376.1M/9034 M
pH d 6.52 su SW846 9045C
Benzene 20.4 0.50 0.17 mg/l SW846 8260C
Methyl ethyl ketone 0.727 0.50 0.14 mg/l SW846 8260C
2-Methylphenol e 10.0 0.50 0.096 mg/l SW846 8270D
3&4-Methylphenol 54.9 5.0 1.1 mg/l SW846 8270D
Arsenic 0.0051 J 0.050 0.0050 mg/l SW846 6010B
Barium 0.21 J 5.0 0.017 mg/l SW846 6010B
Cadmium 0.00065 J 0.020 0.00045 mg/l SW846 6010B
Chromium 0.0064 J 0.050 0.0014 mg/l SW846 6010B
Lead 0.016 J 0.025 0.0089 mg/l SW846 6010B

TC55413-3 OT-6

Ignitability (Flashpoint) >200 Deg. F SW846 1010
Sulfide 20.0 4.0 0.025 mg/l SM 4500S+F
pH f 6.56 su SM 4500H+B/9040
Benzene b 0.197 0.020 0.0068 mg/l SW846 8260C
Chloroform b 0.168 0.020 0.0069 mg/l SW846 8260C
Methyl ethyl ketone b 0.580 0.20 0.054 mg/l SW846 8260C
2-Methylphenol 1.69 0.50 0.096 mg/l SW846 8270D
3&4-Methylphenol 1.57 0.50 0.11 mg/l SW846 8270D
2,4,6-Trichlorophenol 0.0885 0.050 0.011 mg/l SW846 8270D
Barium 0.36 J 5.0 0.017 mg/l SW846 6010B
Chromium 0.0090 J 0.050 0.0014 mg/l SW846 6010B

4 of 81
TC55413

2



Summary of Hits Page 2 of 2     
Job Number: TC55413
Account: Weston Solutions
Project: CES- Chemical Spill/4904 Griggs, Houston, TX
Collected: 09/23/14

Lab Sample ID   Client Sample ID Result/
Analyte Qual MQL SDL Units Method

Lead 0.044 0.025 0.0089 mg/l SW846 6010B
Mercury 0.0034 0.00020 0.000050 mg/l SW846 7470A

TC55413-4 OT-3

Ignitability (Flashpoint) >200 Deg. F SW846 1010
Sulfide 10.0 2.0 0.025 mg/l SM 4500S+F
pH g 6.67 su SM 4500H+B/9040
Benzene 0.108 0.010 0.0034 mg/l SW846 8260C
Chlorobenzene 0.0090 J 0.010 0.0027 mg/l SW846 8260C
1,2-Dichloroethane 0.0352 0.010 0.0035 mg/l SW846 8260C
Methyl ethyl ketone 0.209 0.10 0.027 mg/l SW846 8260C
2-Methylphenol 1.96 0.50 0.096 mg/l SW846 8270D
3&4-Methylphenol 1.78 0.50 0.11 mg/l SW846 8270D
Arsenic 0.015 J 0.050 0.0050 mg/l SW846 6010B
Barium 0.13 J 5.0 0.017 mg/l SW846 6010B
Chromium 0.0032 J 0.050 0.0014 mg/l SW846 6010B
Silver 0.0012 J 0.050 0.0012 mg/l SW846 6010B

(a) Field analysis required.  Received out of hold time and analyzed by request. temp. 18.9 c
(b) Dilution required due to matrix interference.
(c) Analysis performed at Accutest Laboratories, Dayton, NJ.
(d) temp. 21.3 c
(e) Elevated reporting limits due to matrix interference.  Dilution required due to high concentration of non-

target compounds.
(f) Field analysis required.  Received out of hold time and analyzed by request. temp. 18.7 c
(g) Field analysis required.  Received out of hold time and analyzed by request. temp. 18.6 c
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Accutest Laboratories

Sample Results

Report of Analysis

Gulf Coast

Section 3
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Accutest Laboratories

Report of Analysis Page 1 of 1     

Client Sample ID: N. TANK-7 
Lab Sample ID: TC55413-1 Date Sampled: 09/23/14 
Matrix: AQ - Water   Date Received: 09/23/14 
Method: SW846 8260C   SW846 1311 Percent Solids: n/a 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 a K28060.D 20 09/28/14 CF 09/26/14 OP34089 VK1198
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

VOA TCLP Leachate TCLP Leachate method SW846 1311

CAS No. Compound Result HW# MCL MQL SDL Units Q

71-43-2 Benzene 0.833 D018 0.50 0.020 0.0068 mg/l
108-90-7 Chlorobenzene 0.0053 U D021 100 0.020 0.0053 mg/l
67-66-3 Chloroform 0.0069 U D022 6.0 0.020 0.0069 mg/l
56-23-5 Carbon tetrachloride 0.0087 U D019 0.50 0.020 0.0087 mg/l
75-35-4 1,1-Dichloroethylene 0.0090 U D029 0.70 0.020 0.0090 mg/l
107-06-2 1,2-Dichloroethane 0.0070 U D028 0.50 0.020 0.0070 mg/l
78-93-3 Methyl ethyl ketone 1.70 D035 200 0.20 0.054 mg/l
127-18-4 Tetrachloroethylene 0.0092 U D039 0.70 0.020 0.0092 mg/l
79-01-6 Trichloroethylene 0.0098 U D040 0.50 0.020 0.0098 mg/l
75-01-4 Vinyl chloride 0.016 U D043 0.20 0.020 0.016 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

1868-53-7 Dibromofluoromethane 89% 72-122%
17060-07-0 1,2-Dichloroethane-D4 82% 68-124%
2037-26-5 Toluene-D8 89% 80-119%
460-00-4 4-Bromofluorobenzene 87% 72-126%

(a) Dilution required due to matrix interference.

U = Not detected SDL = Sample Detection Limit J = Indicates an estimated value
MCL = Maximum Contamination Level (40 CFR 261 6/96) B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis Page 1 of 1     

Client Sample ID: N. TANK-7 
Lab Sample ID: TC55413-1 Date Sampled: 09/23/14 
Matrix: AQ - Water   Date Received: 09/23/14 
Method: SW846 8270D   SW846 3510C Percent Solids: n/a 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 W20291.D 1 09/29/14 GJ 09/26/14 OP34088 EW1073
Run #2 W20275.D 10 09/26/14 GJ 09/26/14 OP34088 EW1072

Initial Volume Final Volume
Run #1 100 ml 1.0 ml
Run #2 100 ml 1.0 ml

ABN TCLP Leachate TCLP Leachate method SW846 1311

CAS No. Compound Result HW# MCL MQL SDL Units Q

95-48-7 2-Methylphenol 0.430 D023 200 0.050 0.0096 mg/l
3&4-Methylphenol 2.01 a D024 200 0.50 0.11 mg/l

87-86-5 Pentachlorophenol 0.10 U D037 100 0.25 0.10 mg/l
95-95-4 2,4,5-Trichlorophenol 0.0098 U D041 400 0.050 0.0098 mg/l
88-06-2 2,4,6-Trichlorophenol 0.011 U D042 2.0 0.050 0.011 mg/l
106-46-7 1,4-Dichlorobenzene 0.011 U D027 7.5 0.050 0.011 mg/l
121-14-2 2,4-Dinitrotoluene 0.013 U D030 0.13 0.050 0.013 mg/l
118-74-1 Hexachlorobenzene 0.016 U D032 0.13 0.050 0.016 mg/l
87-68-3 Hexachlorobutadiene 0.012 U D033 0.50 0.050 0.012 mg/l
67-72-1 Hexachloroethane 0.013 U D034 3.0 0.050 0.013 mg/l
98-95-3 Nitrobenzene 0.012 U D036 2.0 0.050 0.012 mg/l
110-86-1 Pyridine 0.013 U D038 5.0 0.050 0.013 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

367-12-4 2-Fluorophenol 45% 41% 10-86%
4165-62-2 Phenol-d5 41% 40% 10-83%
118-79-6 2,4,6-Tribromophenol 39% 36% 32-128%
4165-60-0 Nitrobenzene-d5 53% 50% 29-115%
321-60-8 2-Fluorobiphenyl 53% 50% 34-113%
1718-51-0 Terphenyl-d14 50% 47% 23-138%

(a) Result is from Run# 2

U = Not detected SDL = Sample Detection Limit J = Indicates an estimated value
MCL = Maximum Contamination Level (40 CFR 261 6/96) B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis Page 1 of 1     

Client Sample ID: N. TANK-7 
Lab Sample ID: TC55413-1 Date Sampled: 09/23/14 
Matrix: AQ - Water   Date Received: 09/23/14 
Method: SW846 8081A   SW846 3510C Percent Solids: n/a 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 NN177004.D 5 09/30/14 SC 09/26/14 OP34093 GNN1490
Run #2

Initial Volume Final Volume
Run #1 100 ml 10.0 ml
Run #2

Pesticide TCLP Leachate TCLP Leachate method SW846 1311

CAS No. Compound Result HW# MCL MQL SDL Units Q

58-89-9 gamma-BHC (Lindane) 0.00086 U D013 0.40 0.0025 0.00086 mg/l
12789-03-6 Chlordane 0.0073 U D020 0.030 0.025 0.0073 mg/l
72-20-8 Endrin 0.00089 U D012 0.020 0.0050 0.00089 mg/l
76-44-8 Heptachlor 0.00042 U D031 0.0080 0.0025 0.00042 mg/l
1024-57-3 Heptachlor epoxide 0.00057 U D031 0.0080 0.0025 0.00057 mg/l
72-43-5 Methoxychlor 0.0064 U D014 10 0.025 0.0064 mg/l
8001-35-2 Toxaphene 0.0062 U D015 0.50 0.025 0.0062 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

877-09-8 Tetrachloro-m-xylene 617% a 39-122%
2051-24-3 Decachlorobiphenyl 82% 28-123%

(a) Outside control limits biased high. Analyte not detected in associated sample.

U = Not detected SDL = Sample Detection Limit J = Indicates an estimated value
MCL = Maximum Contamination Level (40 CFR 261 6/96) B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis Page 1 of 1     

Client Sample ID: N. TANK-7 
Lab Sample ID: TC55413-1 Date Sampled: 09/23/14 
Matrix: AQ - Water   Date Received: 09/23/14 

Percent Solids: n/a 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Metals Analysis, TCLP Leachate  SW846 1311

Analyte Result HW# MCL MQL SDL Units DF Prep Analyzed By Method

Arsenic 0.0075 J D004 5.0 0.050 0.0050 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

Barium 0.12 J D005 100 5.0 0.017 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

Cadmium 0.00045 U D006 1.0 0.020 0.00045 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

Chromium 0.011 J D007 5.0 0.050 0.0014 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

Lead 0.017 J D008 5.0 0.025 0.0089 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

Mercury 0.00040 D009 0.20 0.000200.000050mg/l 1 10/01/14 10/01/14 CC SW846 7470A 2

Selenium 0.0094 J D010 1.0 0.050 0.0049 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

Silver 0.0012 U D011 5.0 0.050 0.0012 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

(1) Instrument QC Batch: MA10191
(2) Instrument QC Batch: MA10205
(3) Prep QC Batch: MP24281
(4) Prep QC Batch: MP24311

MQL = Method Quantitation Limit SDL = Sample Detection Limit U = Indicates a result < SDL
MCL = Maximum Contamination Level (40 CFR 261 6/96) J = Indicates a result >= SDL but < MQL

10 of 81
TC55413

3
3.1



Accutest Laboratories

Report of Analysis Page 1 of 1     

Client Sample ID: N. TANK-7 
Lab Sample ID: TC55413-1 Date Sampled: 09/23/14 
Matrix: AQ - Water   Date Received: 09/23/14 

Percent Solids: n/a 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

General Chemistry

Analyte Result MQL SDL Units DF Analyzed By Method

Cyanide a 0.050 U 0.050 0.050 mg/l 10 09/26/14 16:25 CV EPA 335.4/SW 9012

Ignitability (Flashpoint) >200 Deg. F 1 09/30/14 EB SW846 1010

Sulfide 20.0 2.0 0.025 mg/l 10 09/29/14 09:00 DP SM 4500S+F

pH b 4.95 su 1 09/24/14 15:00 PA SM 4500H+B/9040

(a) Elevated reporting limit  due to matrix interference.
(b) Field analysis required.  Received out of hold time and analyzed by request. temp. 18.9 c

MQL = Method Quantitation Limit U = Indicates a result < SDL
SDL = Sample Detection Limit J = Indicates a result >= SDL but < MQL
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Accutest Laboratories

Report of Analysis Page 1 of 1     

Client Sample ID: N. TANK-8 
Lab Sample ID: TC55413-2 Date Sampled: 09/23/14 
Matrix: SO - Sludge   Date Received: 09/23/14 
Method: SW846 8260C   SW846 1311 Percent Solids: 40.4 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 Z044536.D 50 09/26/14 EM 09/25/14 OP34074 VZ4417
Run #2 Z044550.D 500 09/26/14 EM 09/25/14 OP34074 VZ4417

Purge Volume
Run #1 5.0 ml
Run #2 5.0 ml

VOA TCLP Leachate TCLP Leachate method SW846 1311

CAS No. Compound Result HW# MCL MQL SDL Units Q

71-43-2 Benzene 20.4 a D018 0.50 0.50 0.17 mg/l
108-90-7 Chlorobenzene 0.013 U D021 100 0.050 0.013 mg/l
67-66-3 Chloroform 0.017 U D022 6.0 0.050 0.017 mg/l
56-23-5 Carbon tetrachloride 0.022 U D019 0.50 0.050 0.022 mg/l
75-35-4 1,1-Dichloroethylene 0.023 U D029 0.70 0.050 0.023 mg/l
107-06-2 1,2-Dichloroethane 0.018 U D028 0.50 0.050 0.018 mg/l
78-93-3 Methyl ethyl ketone 0.727 D035 200 0.50 0.14 mg/l
127-18-4 Tetrachloroethylene 0.023 U D039 0.70 0.050 0.023 mg/l
79-01-6 Trichloroethylene 0.024 U D040 0.50 0.050 0.024 mg/l
75-01-4 Vinyl chloride 0.040 U D043 0.20 0.050 0.040 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

1868-53-7 Dibromofluoromethane 116% 115% 72-122%
17060-07-0 1,2-Dichloroethane-D4 106% 106% 68-124%
2037-26-5 Toluene-D8 112% 109% 80-119%
460-00-4 4-Bromofluorobenzene 106% 108% 72-126%

(a) Result is from Run# 2

U = Not detected SDL = Sample Detection Limit J = Indicates an estimated value
MCL = Maximum Contamination Level (40 CFR 261 6/96) B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis Page 1 of 1     

Client Sample ID: N. TANK-8 
Lab Sample ID: TC55413-2 Date Sampled: 09/23/14 
Matrix: SO - Sludge   Date Received: 09/23/14 
Method: SW846 8270D   SW846 3510C Percent Solids: 40.4 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 a W20276.D 10 09/26/14 GJ 09/26/14 OP34088 EW1072
Run #2 W20286.D 100 09/29/14 GJ 09/26/14 OP34088 EW1073

Initial Volume Final Volume
Run #1 100 ml 1.0 ml
Run #2 100 ml 1.0 ml

ABN TCLP Leachate TCLP Leachate method SW846 1311

CAS No. Compound Result HW# MCL MQL SDL Units Q

95-48-7 2-Methylphenol 10.0 D023 200 0.50 0.096 mg/l
3&4-Methylphenol 54.9 b D024 200 5.0 1.1 mg/l

87-86-5 Pentachlorophenol 1.0 U D037 100 2.5 1.0 mg/l
95-95-4 2,4,5-Trichlorophenol 0.098 U D041 400 0.50 0.098 mg/l
88-06-2 2,4,6-Trichlorophenol 0.11 U D042 2.0 0.50 0.11 mg/l
106-46-7 1,4-Dichlorobenzene 0.11 U D027 7.5 0.50 0.11 mg/l
121-14-2 2,4-Dinitrotoluene 0.13 U D030 0.13 0.50 0.13 mg/l
118-74-1 Hexachlorobenzene 0.16 U D032 0.13 0.50 0.16 mg/l
87-68-3 Hexachlorobutadiene 0.12 U D033 0.50 0.50 0.12 mg/l
67-72-1 Hexachloroethane 0.13 U D034 3.0 0.50 0.13 mg/l
98-95-3 Nitrobenzene 0.12 U D036 2.0 0.50 0.12 mg/l
110-86-1 Pyridine 0.13 U D038 5.0 0.50 0.13 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

367-12-4 2-Fluorophenol 69% 0% c 10-86%
4165-62-2 Phenol-d5 67% 0% c 10-83%
118-79-6 2,4,6-Tribromophenol 67% 0% c 32-128%
4165-60-0 Nitrobenzene-d5 91% 0% c 29-115%
321-60-8 2-Fluorobiphenyl 76% 94% 34-113%
1718-51-0 Terphenyl-d14 83% 93% 23-138%

(a) Elevated reporting limits due to matrix interference.  Dilution required due to high concentration of non-
target compounds.

(b) Result is from Run# 2
(c) Outside control limits due to dilution.

U = Not detected SDL = Sample Detection Limit J = Indicates an estimated value
MCL = Maximum Contamination Level (40 CFR 261 6/96) B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis Page 1 of 1     

Client Sample ID: N. TANK-8 
Lab Sample ID: TC55413-2 Date Sampled: 09/23/14 
Matrix: SO - Sludge   Date Received: 09/23/14 
Method: SW846 8081A   SW846 3510C Percent Solids: 40.4 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 NN177005.D 5 09/30/14 SC 09/26/14 OP34093 GNN1490
Run #2

Initial Volume Final Volume
Run #1 100 ml 10.0 ml
Run #2

Pesticide TCLP Leachate TCLP Leachate method SW846 1311

CAS No. Compound Result HW# MCL MQL SDL Units Q

58-89-9 gamma-BHC (Lindane) 0.00086 U D013 0.40 0.0025 0.00086 mg/l
12789-03-6 Chlordane 0.0073 U D020 0.030 0.025 0.0073 mg/l
72-20-8 Endrin 0.00089 U D012 0.020 0.0050 0.00089 mg/l
76-44-8 Heptachlor 0.00042 U D031 0.0080 0.0025 0.00042 mg/l
1024-57-3 Heptachlor epoxide 0.00057 U D031 0.0080 0.0025 0.00057 mg/l
72-43-5 Methoxychlor 0.0064 U D014 10 0.025 0.0064 mg/l
8001-35-2 Toxaphene 0.0062 U D015 0.50 0.025 0.0062 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

877-09-8 Tetrachloro-m-xylene 89% 39-122%
2051-24-3 Decachlorobiphenyl 87% 28-123%

U = Not detected SDL = Sample Detection Limit J = Indicates an estimated value
MCL = Maximum Contamination Level (40 CFR 261 6/96) B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Client Sample ID: N. TANK-8 
Lab Sample ID: TC55413-2 Date Sampled: 09/23/14 
Matrix: SO - Sludge   Date Received: 09/23/14 

Percent Solids: 40.4 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Metals Analysis, TCLP Leachate  SW846 1311

Analyte Result HW# MCL MQL SDL Units DF Prep Analyzed By Method

Arsenic 0.0051 J D004 5.0 0.050 0.0050 mg/l 5 09/25/14 09/26/14 NS SW846 6010B 1

Barium 0.21 J D005 100 5.0 0.017 mg/l 5 09/25/14 09/26/14 NS SW846 6010B 1

Cadmium 0.00065 J D006 1.0 0.020 0.00045 mg/l 5 09/25/14 09/26/14 NS SW846 6010B 1

Chromium 0.0064 J D007 5.0 0.050 0.0014 mg/l 5 09/25/14 09/26/14 NS SW846 6010B 1

Lead 0.016 J D008 5.0 0.025 0.0089 mg/l 5 09/25/14 09/26/14 NS SW846 6010B 1

Mercury 0.000050 U D009 0.20 0.000200.000050mg/l 1 09/30/14 09/30/14 CC SW846 7470A 2

Selenium 0.0049 U D010 1.0 0.050 0.0049 mg/l 5 09/25/14 09/26/14 NS SW846 6010B 1

Silver 0.0012 U D011 5.0 0.050 0.0012 mg/l 5 09/25/14 09/26/14 NS SW846 6010B 1

(1) Instrument QC Batch: MA10186
(2) Instrument QC Batch: MA10202
(3) Prep QC Batch: MP24266
(4) Prep QC Batch: MP24300

MQL = Method Quantitation Limit SDL = Sample Detection Limit U = Indicates a result < SDL
MCL = Maximum Contamination Level (40 CFR 261 6/96) J = Indicates a result >= SDL but < MQL
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Report of Analysis Page 1 of 1     

Client Sample ID: N. TANK-8 
Lab Sample ID: TC55413-2 Date Sampled: 09/23/14 
Matrix: SO - Sludge   Date Received: 09/23/14 

Percent Solids: 40.4 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

General Chemistry

Analyte Result MQL SDL Units DF Analyzed By Method

Cyanide 0.77 0.68 0.38 mg/kg 1 09/26/14 17:55 CV SW846 9012 M

Ignitability (Flashpoint) 190 Deg. F 1 09/30/14 EB SW846 CHAP7

Solids, Percent 40.4 % 1 09/25/14 PA SM 2540 G

Sulfide, Neutral Extraction a 103 9.6 9.1 mg/kg 1 09/26/14 ANJ EPA 376.1M/9034 M

pH b 6.52 su 1 09/24/14 16:00 PA SW846 9045C

(a) Analysis performed at Accutest Laboratories, Dayton, NJ.
(b) temp. 21.3 c

MQL = Method Quantitation Limit U = Indicates a result < SDL
SDL = Sample Detection Limit J = Indicates a result >= SDL but < MQL
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Accutest Laboratories

Report of Analysis Page 1 of 1     

Client Sample ID: OT-6 
Lab Sample ID: TC55413-3 Date Sampled: 09/23/14 
Matrix: AQ - Water   Date Received: 09/23/14 
Method: SW846 8260C   SW846 1311 Percent Solids: n/a 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 a K28062.D 20 09/28/14 CF 09/26/14 OP34089 VK1198
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

VOA TCLP Leachate TCLP Leachate method SW846 1311

CAS No. Compound Result HW# MCL MQL SDL Units Q

71-43-2 Benzene 0.197 D018 0.50 0.020 0.0068 mg/l
108-90-7 Chlorobenzene 0.0053 U D021 100 0.020 0.0053 mg/l
67-66-3 Chloroform 0.168 D022 6.0 0.020 0.0069 mg/l
56-23-5 Carbon tetrachloride 0.0087 U D019 0.50 0.020 0.0087 mg/l
75-35-4 1,1-Dichloroethylene 0.0090 U D029 0.70 0.020 0.0090 mg/l
107-06-2 1,2-Dichloroethane 0.0070 U D028 0.50 0.020 0.0070 mg/l
78-93-3 Methyl ethyl ketone 0.580 D035 200 0.20 0.054 mg/l
127-18-4 Tetrachloroethylene 0.0092 U D039 0.70 0.020 0.0092 mg/l
79-01-6 Trichloroethylene 0.0098 U D040 0.50 0.020 0.0098 mg/l
75-01-4 Vinyl chloride 0.016 U D043 0.20 0.020 0.016 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

1868-53-7 Dibromofluoromethane 90% 72-122%
17060-07-0 1,2-Dichloroethane-D4 82% 68-124%
2037-26-5 Toluene-D8 89% 80-119%
460-00-4 4-Bromofluorobenzene 87% 72-126%

(a) Dilution required due to matrix interference.

U = Not detected SDL = Sample Detection Limit J = Indicates an estimated value
MCL = Maximum Contamination Level (40 CFR 261 6/96) B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Report of Analysis Page 1 of 1     

Client Sample ID: OT-6 
Lab Sample ID: TC55413-3 Date Sampled: 09/23/14 
Matrix: AQ - Water   Date Received: 09/23/14 
Method: SW846 8270D   SW846 3510C Percent Solids: n/a 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 W20289.D 1 09/29/14 GJ 09/26/14 OP34088 EW1073
Run #2 W20273.D 10 09/26/14 GJ 09/26/14 OP34088 EW1072

Initial Volume Final Volume
Run #1 100 ml 1.0 ml
Run #2 100 ml 1.0 ml

ABN TCLP Leachate TCLP Leachate method SW846 1311

CAS No. Compound Result HW# MCL MQL SDL Units Q

95-48-7 2-Methylphenol 1.69 a D023 200 0.50 0.096 mg/l
3&4-Methylphenol 1.57 a D024 200 0.50 0.11 mg/l

87-86-5 Pentachlorophenol 0.10 U D037 100 0.25 0.10 mg/l
95-95-4 2,4,5-Trichlorophenol 0.0098 U D041 400 0.050 0.0098 mg/l
88-06-2 2,4,6-Trichlorophenol 0.0885 D042 2.0 0.050 0.011 mg/l
106-46-7 1,4-Dichlorobenzene 0.011 U D027 7.5 0.050 0.011 mg/l
121-14-2 2,4-Dinitrotoluene 0.013 U D030 0.13 0.050 0.013 mg/l
118-74-1 Hexachlorobenzene 0.016 U D032 0.13 0.050 0.016 mg/l
87-68-3 Hexachlorobutadiene 0.012 U D033 0.50 0.050 0.012 mg/l
67-72-1 Hexachloroethane 0.013 U D034 3.0 0.050 0.013 mg/l
98-95-3 Nitrobenzene 0.012 U D036 2.0 0.050 0.012 mg/l
110-86-1 Pyridine 0.013 U D038 5.0 0.050 0.013 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

367-12-4 2-Fluorophenol 52% 51% 10-86%
4165-62-2 Phenol-d5 53% 50% 10-83%
118-79-6 2,4,6-Tribromophenol 48% 47% 32-128%
4165-60-0 Nitrobenzene-d5 63% 58% 29-115%
321-60-8 2-Fluorobiphenyl 70% 63% 34-113%
1718-51-0 Terphenyl-d14 68% 75% 23-138%

(a) Result is from Run# 2

U = Not detected SDL = Sample Detection Limit J = Indicates an estimated value
MCL = Maximum Contamination Level (40 CFR 261 6/96) B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Report of Analysis Page 1 of 1     

Client Sample ID: OT-6 
Lab Sample ID: TC55413-3 Date Sampled: 09/23/14 
Matrix: AQ - Water   Date Received: 09/23/14 
Method: SW846 8081A   SW846 3510C Percent Solids: n/a 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 NN177012.D 5 09/30/14 SC 09/26/14 OP34093 GNN1490
Run #2

Initial Volume Final Volume
Run #1 100 ml 10.0 ml
Run #2

Pesticide TCLP Leachate TCLP Leachate method SW846 1311

CAS No. Compound Result HW# MCL MQL SDL Units Q

58-89-9 gamma-BHC (Lindane) 0.00086 U D013 0.40 0.0025 0.00086 mg/l
12789-03-6 Chlordane 0.0073 U D020 0.030 0.025 0.0073 mg/l
72-20-8 Endrin 0.00089 U D012 0.020 0.0050 0.00089 mg/l
76-44-8 Heptachlor 0.00042 U D031 0.0080 0.0025 0.00042 mg/l
1024-57-3 Heptachlor epoxide 0.00057 U D031 0.0080 0.0025 0.00057 mg/l
72-43-5 Methoxychlor 0.0064 U D014 10 0.025 0.0064 mg/l
8001-35-2 Toxaphene 0.0062 U D015 0.50 0.025 0.0062 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

877-09-8 Tetrachloro-m-xylene 559% a 39-122%
2051-24-3 Decachlorobiphenyl 86% 28-123%

(a) Outside control limits biased high. Analyte not detected in associated sample.

U = Not detected SDL = Sample Detection Limit J = Indicates an estimated value
MCL = Maximum Contamination Level (40 CFR 261 6/96) B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Report of Analysis Page 1 of 1     

Client Sample ID: OT-6 
Lab Sample ID: TC55413-3 Date Sampled: 09/23/14 
Matrix: AQ - Water   Date Received: 09/23/14 

Percent Solids: n/a 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Metals Analysis, TCLP Leachate  SW846 1311

Analyte Result HW# MCL MQL SDL Units DF Prep Analyzed By Method

Arsenic 0.0050 U D004 5.0 0.050 0.0050 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

Barium 0.36 J D005 100 5.0 0.017 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

Cadmium 0.00045 U D006 1.0 0.020 0.00045 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

Chromium 0.0090 J D007 5.0 0.050 0.0014 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

Lead 0.044 D008 5.0 0.025 0.0089 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

Mercury 0.0034 D009 0.20 0.000200.000050mg/l 1 10/01/14 10/01/14 CC SW846 7470A 2

Selenium 0.0049 U D010 1.0 0.050 0.0049 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

Silver 0.0012 U D011 5.0 0.050 0.0012 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

(1) Instrument QC Batch: MA10191
(2) Instrument QC Batch: MA10205
(3) Prep QC Batch: MP24281
(4) Prep QC Batch: MP24311

MQL = Method Quantitation Limit SDL = Sample Detection Limit U = Indicates a result < SDL
MCL = Maximum Contamination Level (40 CFR 261 6/96) J = Indicates a result >= SDL but < MQL
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Report of Analysis Page 1 of 1     

Client Sample ID: OT-6 
Lab Sample ID: TC55413-3 Date Sampled: 09/23/14 
Matrix: AQ - Water   Date Received: 09/23/14 

Percent Solids: n/a 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

General Chemistry

Analyte Result MQL SDL Units DF Analyzed By Method

Cyanide a 0.10 U 0.10 0.10 mg/l 20 09/26/14 16:27 CV EPA 335.4/SW 9012

Ignitability (Flashpoint) >200 Deg. F 1 09/30/14 EB SW846 1010

Sulfide 20.0 4.0 0.025 mg/l 20 09/29/14 09:00 DP SM 4500S+F

pH b 6.56 su 1 09/24/14 15:00 PA SM 4500H+B/9040

(a) Elevated reporting limit  due to matrix interference.
(b) Field analysis required.  Received out of hold time and analyzed by request. temp. 18.7 c

MQL = Method Quantitation Limit U = Indicates a result < SDL
SDL = Sample Detection Limit J = Indicates a result >= SDL but < MQL
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Client Sample ID: OT-3 
Lab Sample ID: TC55413-4 Date Sampled: 09/23/14 
Matrix: AQ - Water   Date Received: 09/23/14 
Method: SW846 8260C   SW846 1311 Percent Solids: n/a 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 K28083.D 10 09/29/14 EM 09/26/14 OP34089 VK1199
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

VOA TCLP Leachate TCLP Leachate method SW846 1311

CAS No. Compound Result HW# MCL MQL SDL Units Q

71-43-2 Benzene 0.108 D018 0.50 0.010 0.0034 mg/l
108-90-7 Chlorobenzene 0.0090 D021 100 0.010 0.0027 mg/l J
67-66-3 Chloroform 0.0035 U D022 6.0 0.010 0.0035 mg/l
56-23-5 Carbon tetrachloride 0.0043 U D019 0.50 0.010 0.0043 mg/l
75-35-4 1,1-Dichloroethylene 0.0045 U D029 0.70 0.010 0.0045 mg/l
107-06-2 1,2-Dichloroethane 0.0352 D028 0.50 0.010 0.0035 mg/l
78-93-3 Methyl ethyl ketone 0.209 D035 200 0.10 0.027 mg/l
127-18-4 Tetrachloroethylene 0.0046 U D039 0.70 0.010 0.0046 mg/l
79-01-6 Trichloroethylene 0.0049 U D040 0.50 0.010 0.0049 mg/l
75-01-4 Vinyl chloride 0.0079 U D043 0.20 0.010 0.0079 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

1868-53-7 Dibromofluoromethane 88% 72-122%
17060-07-0 1,2-Dichloroethane-D4 83% 68-124%
2037-26-5 Toluene-D8 90% 80-119%
460-00-4 4-Bromofluorobenzene 86% 72-126%

U = Not detected SDL = Sample Detection Limit J = Indicates an estimated value
MCL = Maximum Contamination Level (40 CFR 261 6/96) B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Client Sample ID: OT-3 
Lab Sample ID: TC55413-4 Date Sampled: 09/23/14 
Matrix: AQ - Water   Date Received: 09/23/14 
Method: SW846 8270D   SW846 3510C Percent Solids: n/a 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 W20290.D 1 09/29/14 GJ 09/26/14 OP34088 EW1073
Run #2 W20274.D 10 09/26/14 GJ 09/26/14 OP34088 EW1072

Initial Volume Final Volume
Run #1 100 ml 1.0 ml
Run #2 100 ml 1.0 ml

ABN TCLP Leachate TCLP Leachate method SW846 1311

CAS No. Compound Result HW# MCL MQL SDL Units Q

95-48-7 2-Methylphenol 1.96 a D023 200 0.50 0.096 mg/l
3&4-Methylphenol 1.78 a D024 200 0.50 0.11 mg/l

87-86-5 Pentachlorophenol 0.10 U D037 100 0.25 0.10 mg/l
95-95-4 2,4,5-Trichlorophenol 0.0098 U D041 400 0.050 0.0098 mg/l
88-06-2 2,4,6-Trichlorophenol 0.011 U D042 2.0 0.050 0.011 mg/l
106-46-7 1,4-Dichlorobenzene 0.011 U D027 7.5 0.050 0.011 mg/l
121-14-2 2,4-Dinitrotoluene 0.013 U D030 0.13 0.050 0.013 mg/l
118-74-1 Hexachlorobenzene 0.016 U D032 0.13 0.050 0.016 mg/l
87-68-3 Hexachlorobutadiene 0.012 U D033 0.50 0.050 0.012 mg/l
67-72-1 Hexachloroethane 0.013 U D034 3.0 0.050 0.013 mg/l
98-95-3 Nitrobenzene 0.012 U D036 2.0 0.050 0.012 mg/l
110-86-1 Pyridine 0.013 U D038 5.0 0.050 0.013 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

367-12-4 2-Fluorophenol 54% 52% 10-86%
4165-62-2 Phenol-d5 51% 49% 10-83%
118-79-6 2,4,6-Tribromophenol 60% 51% 32-128%
4165-60-0 Nitrobenzene-d5 62% 56% 29-115%
321-60-8 2-Fluorobiphenyl 69% 59% 34-113%
1718-51-0 Terphenyl-d14 75% 69% 23-138%

(a) Result is from Run# 2

U = Not detected SDL = Sample Detection Limit J = Indicates an estimated value
MCL = Maximum Contamination Level (40 CFR 261 6/96) B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Report of Analysis Page 1 of 1     

Client Sample ID: OT-3 
Lab Sample ID: TC55413-4 Date Sampled: 09/23/14 
Matrix: AQ - Water   Date Received: 09/23/14 
Method: SW846 8081A   SW846 3510C Percent Solids: n/a 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 NN177013.D 5 09/30/14 SC 09/26/14 OP34093 GNN1490
Run #2

Initial Volume Final Volume
Run #1 100 ml 10.0 ml
Run #2

Pesticide TCLP Leachate TCLP Leachate method SW846 1311

CAS No. Compound Result HW# MCL MQL SDL Units Q

58-89-9 gamma-BHC (Lindane) 0.00086 U D013 0.40 0.0025 0.00086 mg/l
12789-03-6 Chlordane 0.0073 U D020 0.030 0.025 0.0073 mg/l
72-20-8 Endrin 0.00089 U D012 0.020 0.0050 0.00089 mg/l
76-44-8 Heptachlor 0.00042 U D031 0.0080 0.0025 0.00042 mg/l
1024-57-3 Heptachlor epoxide 0.00057 U D031 0.0080 0.0025 0.00057 mg/l
72-43-5 Methoxychlor 0.0064 U D014 10 0.025 0.0064 mg/l
8001-35-2 Toxaphene 0.0062 U D015 0.50 0.025 0.0062 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

877-09-8 Tetrachloro-m-xylene 176% a 39-122%
2051-24-3 Decachlorobiphenyl 71% 28-123%

(a) Outside control limits biased high. Analyte not detected in associated sample.

U = Not detected SDL = Sample Detection Limit J = Indicates an estimated value
MCL = Maximum Contamination Level (40 CFR 261 6/96) B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Report of Analysis Page 1 of 1     

Client Sample ID: OT-3 
Lab Sample ID: TC55413-4 Date Sampled: 09/23/14 
Matrix: AQ - Water   Date Received: 09/23/14 

Percent Solids: n/a 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Metals Analysis, TCLP Leachate  SW846 1311

Analyte Result HW# MCL MQL SDL Units DF Prep Analyzed By Method

Arsenic 0.015 J D004 5.0 0.050 0.0050 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

Barium 0.13 J D005 100 5.0 0.017 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

Cadmium 0.00045 U D006 1.0 0.020 0.00045 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

Chromium 0.0032 J D007 5.0 0.050 0.0014 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

Lead 0.0089 U D008 5.0 0.025 0.0089 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

Mercury 0.000050 U D009 0.20 0.000200.000050mg/l 1 10/01/14 10/01/14 CC SW846 7470A 2

Selenium 0.0049 U D010 1.0 0.050 0.0049 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

Silver 0.0012 J D011 5.0 0.050 0.0012 mg/l 5 09/26/14 09/27/14 NS SW846 6010B 1

(1) Instrument QC Batch: MA10191
(2) Instrument QC Batch: MA10205
(3) Prep QC Batch: MP24281
(4) Prep QC Batch: MP24311

MQL = Method Quantitation Limit SDL = Sample Detection Limit U = Indicates a result < SDL
MCL = Maximum Contamination Level (40 CFR 261 6/96) J = Indicates a result >= SDL but < MQL
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Report of Analysis Page 1 of 1     

Client Sample ID: OT-3 
Lab Sample ID: TC55413-4 Date Sampled: 09/23/14 
Matrix: AQ - Water   Date Received: 09/23/14 

Percent Solids: n/a 
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

General Chemistry

Analyte Result MQL SDL Units DF Analyzed By Method

Cyanide a 0.10 U 0.10 0.10 mg/l 20 09/26/14 16:28 CV EPA 335.4/SW 9012

Ignitability (Flashpoint) >200 Deg. F 1 09/30/14 EB SW846 1010

Sulfide 10.0 2.0 0.025 mg/l 10 09/29/14 09:00 DP SM 4500S+F

pH b 6.67 su 1 09/24/14 15:00 PA SM 4500H+B/9040

(a) Elevated reporting limit  due to matrix interference.
(b) Field analysis required.  Received out of hold time and analyzed by request. temp. 18.6 c

MQL = Method Quantitation Limit U = Indicates a result < SDL
SDL = Sample Detection Limit J = Indicates a result >= SDL but < MQL
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Misc. Forms

Custody Documents and Other Forms

Includes the following where applicable:

• Chain of Custody

Gulf Coast

Section 4
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Page 1 of 2

Accutest Job Number: TC55413 Client: WESTON SOLUTIONS

Date / Time Received: 9/23/2014 Delivery Method:

Project: CES

No. Coolers: 3

Airbill #'s:

Cooler Security

1. Custody Seals Present:

  Y   or   N  

2. Custody Seals Intact:

3. COC Present:

4. Smpl Dates/Time OK

2. Cooler temp verification:

Cooler Temperature   Y   or   N  

1. Temp criteria achieved:

3. Cooler media: Ice (Bag)

Quality Control  Preservation   Y    or   N        N/A

1. Trip Blank present / cooler:

2. Trip Blank listed on COC:

3. Samples preserved properly:

4. VOCs headspace free:

Sample Integrity - Documentation   Y     or     N  

1. Sample labels present on bottles:

2. Container labeling complete:

3. Sample container label / COC agree:

Sample Integrity - Condition   Y     or     N  

1. Sample recvd within HT:

3. Condition of sample:

2. All containers accounted for:

Sample Integrity - Instructions

1. Analysis requested is clear:

2. Bottles received for unspecified tests

3. Sufficient volume recvd for analysis:

4. Compositing instructions clear:

5. Filtering instructions clear:

Intact

  Y   or   N  

Accutest Laboratories
V:713.271.4700

10165 Harwin Drive
F: 713.271.4770

Houston, TX   77036
www/accutest.com

Comments -Matrix not listed on chain for all samples. See below

#1  ID#N.Tank 7  Biphase "water & oil"  Insufficient Oil.

#2  ID#N.Tank 8  Sludge Homogenize First

#3  ID#OT-6  Biphase "water & oil"  Insufficient Oil.

#4  ID#OT-3  Biphase "water & oil"  Insufficient Oil.

ALL CHECKED BY JOHN WATSON

 Y     or    N          N/A

 WTB     STB  

Cooler Temps (Initial/Adjusted): #1: (2.1/2.1);  #2: (1.9/1.9);  

Therm ID: IR-5;  Temp Adjustment Factor: 0;  

Accutest Laboratories Sample Receipt Summary

TC55413: Chain of Custody
Page 2 of 3
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Sample Receipt Log

Job #: TC55413 Date / Time Received: 9/23/2014 4:30:00 PM Initials: RE

Client: WESTON SOLUTIONS

Sample ID: Bot #Cooler # Vol Location Pres pH Therm ID
Therm 

CF
Corrected

Temp
Initial
Temp

Page 2 of 2

32oz 2-26 N/P Note #2 - Preservative check not applicable. IR-5 0 2.11 TC55413-1 2.11

32oz 2-26 N/P Note #2 - Preservative check not applicable. IR-5 0 2.11 TC55413-1 2.12

32oz 2-26 N/P Note #2 - Preservative check not applicable. IR-5 0 2.11 TC55413-1 2.13

32oz 2-26 N/P Note #2 - Preservative check not applicable. IR-5 0 2.11 TC55413-1 2.14

32oz 2-26 N/P Note #2 - Preservative check not applicable. IR-5 0 1.92 TC55413-2 1.91

32oz 2-26 N/P Note #2 - Preservative check not applicable. IR-5 0 1.92 TC55413-2 1.92

32oz 2-26 N/P Note #2 - Preservative check not applicable. IR-5 0 1.92 TC55413-2 1.93

32oz 2-26 N/P Note #2 - Preservative check not applicable. IR-5 0 1.92 TC55413-2 1.94

32oz 2-26 N/P Note #2 - Preservative check not applicable. IR-5 0 1.92 TC55413-3 1.91

32oz 2-26 N/P Note #2 - Preservative check not applicable. IR-5 0 1.92 TC55413-3 1.92

32oz 2-26 N/P Note #2 - Preservative check not applicable. IR-5 0 1.92 TC55413-3 1.93

32oz 2-26 N/P Note #2 - Preservative check not applicable. IR-5 0 1.92 TC55413-3 1.94

32oz 2-25 N/P Note #2 - Preservative check not applicable. IR-5 0 2.11 TC55413-4 2.11

32oz 2-25 N/P Note #2 - Preservative check not applicable. IR-5 0 2.11 TC55413-4 2.12

32oz 2-25 N/P Note #2 - Preservative check not applicable. IR-5 0 2.11 TC55413-4 2.13

32oz 2-25 N/P Note #2 - Preservative check not applicable. IR-5 0 2.11 TC55413-4 2.14

TC55413: Chain of Custody
Page 3 of 3
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Accutest Laboratories

GC/MS Volatiles

QC Data Summaries

Includes the following where applicable:

• Method Blank Summaries
• Blank Spike Summaries
• Matrix Spike and Duplicate Summaries

Gulf Coast

Section 5
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Method Blank Summary Page 1 of 1     
Job Number: TC55413
Account: RFWTXHO Weston Solutions
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
OP34107-LB a K28088.D 10 09/29/14 EM 09/29/14 OP34107 VK1199

The QC reported here applies to the following samples: Method:  SW846 8260C

TC55413-4

CAS No. Compound Result RL MDL Units Q

71-43-2 Benzene ND 10 3.4 ug/l
108-90-7 Chlorobenzene ND 10 2.7 ug/l
67-66-3 Chloroform ND 10 3.5 ug/l
56-23-5 Carbon tetrachloride ND 10 4.3 ug/l
75-35-4 1,1-Dichloroethylene ND 10 4.5 ug/l
107-06-2 1,2-Dichloroethane ND 10 3.5 ug/l
78-93-3 Methyl ethyl ketone ND 100 27 ug/l
127-18-4 Tetrachloroethylene ND 10 4.6 ug/l
79-01-6 Trichloroethylene ND 10 4.9 ug/l
75-01-4 Vinyl chloride ND 10 7.9 ug/l

CAS No. Surrogate Recoveries Limits

1868-53-7 Dibromofluoromethane 87% 72-122%
17060-07-0 1,2-Dichloroethane-D4 81% 68-124%
2037-26-5 Toluene-D8 89% 80-119%
460-00-4 4-Bromofluorobenzene 86% 72-126%

(a) TCLP Method Blank.
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Method Blank Summary Page 1 of 1     
Job Number: TC55413
Account: RFWTXHO Weston Solutions
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
VZ4417-MB Z044532.D 1 09/26/14 EM n/a n/a VZ4417

The QC reported here applies to the following samples: Method:  SW846 8260C

TC55413-2

CAS No. Compound Result RL MDL Units Q

71-43-2 Benzene ND 1.0 0.34 ug/l
108-90-7 Chlorobenzene ND 1.0 0.27 ug/l
67-66-3 Chloroform ND 1.0 0.35 ug/l
56-23-5 Carbon tetrachloride 9.4 1.0 0.43 ug/l
75-35-4 1,1-Dichloroethylene ND 1.0 0.45 ug/l
107-06-2 1,2-Dichloroethane ND 1.0 0.35 ug/l
78-93-3 Methyl ethyl ketone ND 10 2.7 ug/l
127-18-4 Tetrachloroethylene ND 1.0 0.46 ug/l
79-01-6 Trichloroethylene ND 1.0 0.49 ug/l
75-01-4 Vinyl chloride ND 1.0 0.79 ug/l

CAS No. Surrogate Recoveries Limits

1868-53-7 Dibromofluoromethane 115% 72-122%
17060-07-0 1,2-Dichloroethane-D4 104% 68-124%
2037-26-5 Toluene-D8 116% 80-119%
460-00-4 4-Bromofluorobenzene 110% 72-126%
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Leachate Blank Summary Page 1 of 1     
Job Number: TC55413
Account: RFWTXHO Weston Solutions
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
OP34074-LB a Z044533.D 10 09/26/14 EM 09/25/14 OP34074 VZ4417

The QC reported here applies to the following samples: Method:  SW846 8260C

TC55413-2

CAS No. Compound Result RL MDL Units Q

71-43-2 Benzene ND 10 3.4 ug/l
108-90-7 Chlorobenzene ND 10 2.7 ug/l
67-66-3 Chloroform ND 10 3.5 ug/l
56-23-5 Carbon tetrachloride ND 10 4.3 ug/l
75-35-4 1,1-Dichloroethylene ND 10 4.5 ug/l
107-06-2 1,2-Dichloroethane ND 10 3.5 ug/l
78-93-3 Methyl ethyl ketone ND 100 27 ug/l
127-18-4 Tetrachloroethylene ND 10 4.6 ug/l
79-01-6 Trichloroethylene ND 10 4.9 ug/l
75-01-4 Vinyl chloride ND 10 7.9 ug/l

CAS No. Surrogate Recoveries Limits

1868-53-7 Dibromofluoromethane 114% 72-122%
17060-07-0 1,2-Dichloroethane-D4 104% 68-124%
2037-26-5 Toluene-D8 115% 80-119%
460-00-4 4-Bromofluorobenzene 107% 72-126%

(a) TCLP Method Blank.
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Leachate Blank Summary Page 1 of 1     
Job Number: TC55413
Account: RFWTXHO Weston Solutions
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
OP34089-LB a K28048.D 10 09/28/14 CF 09/26/14 OP34089 VK1198

The QC reported here applies to the following samples: Method:  SW846 8260C

TC55413-1, TC55413-3, TC55413-4

CAS No. Compound Result RL MDL Units Q

71-43-2 Benzene ND 10 3.4 ug/l
108-90-7 Chlorobenzene ND 10 2.7 ug/l
67-66-3 Chloroform ND 10 3.5 ug/l
56-23-5 Carbon tetrachloride ND 10 4.3 ug/l
75-35-4 1,1-Dichloroethylene ND 10 4.5 ug/l
107-06-2 1,2-Dichloroethane ND 10 3.5 ug/l
78-93-3 Methyl ethyl ketone ND 100 27 ug/l
127-18-4 Tetrachloroethylene ND 10 4.6 ug/l
79-01-6 Trichloroethylene ND 10 4.9 ug/l
75-01-4 Vinyl chloride ND 10 7.9 ug/l

CAS No. Surrogate Recoveries Limits

1868-53-7 Dibromofluoromethane 89% 72-122%
17060-07-0 1,2-Dichloroethane-D4 84% 68-124%
2037-26-5 Toluene-D8 89% 80-119%
460-00-4 4-Bromofluorobenzene 87% 72-126%

(a) TCLP Method Blank.
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Leachate Blank Summary Page 1 of 1     
Job Number: TC55413
Account: RFWTXHO Weston Solutions
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
OP34089-LB a K28081.D 10 09/29/14 EM 09/26/14 OP34089 VK1199

The QC reported here applies to the following samples: Method:  SW846 8260C

TC55413-1, TC55413-3, TC55413-4

CAS No. Compound Result RL MDL Units Q

71-43-2 Benzene ND 10 3.4 ug/l
108-90-7 Chlorobenzene ND 10 2.7 ug/l
67-66-3 Chloroform ND 10 3.5 ug/l
56-23-5 Carbon tetrachloride ND 10 4.3 ug/l
75-35-4 1,1-Dichloroethylene ND 10 4.5 ug/l
107-06-2 1,2-Dichloroethane ND 10 3.5 ug/l
78-93-3 Methyl ethyl ketone ND 100 27 ug/l
127-18-4 Tetrachloroethylene ND 10 4.6 ug/l
79-01-6 Trichloroethylene ND 10 4.9 ug/l
75-01-4 Vinyl chloride ND 10 7.9 ug/l

CAS No. Surrogate Recoveries Limits

1868-53-7 Dibromofluoromethane 90% 72-122%
17060-07-0 1,2-Dichloroethane-D4 79% 68-124%
2037-26-5 Toluene-D8 89% 80-119%
460-00-4 4-Bromofluorobenzene 88% 72-126%

(a) TCLP Method Blank.
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Blank Spike Summary Page 1 of 1     
Job Number: TC55413
Account: RFWTXHO Weston Solutions
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
VZ4417-BS Z044539.D 10 09/26/14 EM n/a n/a VZ4417

The QC reported here applies to the following samples: Method:  SW846 8260C

TC55413-2

Spike BSP BSP
CAS No. Compound ug/l ug/l % Limits

71-43-2 Benzene 250 284 114 68-119
108-90-7 Chlorobenzene 250 271 108 74-120
67-66-3 Chloroform 250 283 113 73-122
56-23-5 Carbon tetrachloride 250 295 118 68-133
75-35-4 1,1-Dichloroethylene 250 303 121 67-140
107-06-2 1,2-Dichloroethane 250 264 106 68-121
78-93-3 Methyl ethyl ketone 1250 1090 87 51-129
127-18-4 Tetrachloroethylene 250 319 128 72-132
79-01-6 Trichloroethylene 250 279 112 73-121
75-01-4 Vinyl chloride 250 258 103 54-126

CAS No. Surrogate Recoveries BSP Limits

1868-53-7 Dibromofluoromethane 112% 72-122%
17060-07-0 1,2-Dichloroethane-D4 102% 68-124%
2037-26-5 Toluene-D8 113% 80-119%
460-00-4 4-Bromofluorobenzene 106% 72-126%

* = Outside of Control Limits.
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Blank Spike Summary Page 1 of 1     
Job Number: TC55413
Account: RFWTXHO Weston Solutions
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
VK1198-BS K28046.D 10 09/28/14 CF n/a n/a VK1198

The QC reported here applies to the following samples: Method:  SW846 8260C

TC55413-1, TC55413-3

Spike BSP BSP
CAS No. Compound ug/l ug/l % Limits

71-43-2 Benzene 250 242 97 68-119
108-90-7 Chlorobenzene 250 225 90 74-120
67-66-3 Chloroform 250 231 92 73-122
56-23-5 Carbon tetrachloride 250 248 99 68-133
75-35-4 1,1-Dichloroethylene 250 237 95 67-140
107-06-2 1,2-Dichloroethane 250 223 89 68-121
78-93-3 Methyl ethyl ketone 1250 981 78 51-129
127-18-4 Tetrachloroethylene 250 271 108 72-132
79-01-6 Trichloroethylene 250 235 94 73-121
75-01-4 Vinyl chloride 250 213 85 54-126

CAS No. Surrogate Recoveries BSP Limits

1868-53-7 Dibromofluoromethane 86% 72-122%
17060-07-0 1,2-Dichloroethane-D4 82% 68-124%
2037-26-5 Toluene-D8 89% 80-119%
460-00-4 4-Bromofluorobenzene 85% 72-126%

* = Outside of Control Limits.
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Blank Spike Summary Page 1 of 1     
Job Number: TC55413
Account: RFWTXHO Weston Solutions
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
VK1199-BS K28084.D 10 09/29/14 EM n/a n/a VK1199

The QC reported here applies to the following samples: Method:  SW846 8260C

TC55413-4

Spike BSP BSP
CAS No. Compound ug/l ug/l % Limits

71-43-2 Benzene 250 235 94 68-119
108-90-7 Chlorobenzene 250 221 88 74-120
67-66-3 Chloroform 250 224 90 73-122
56-23-5 Carbon tetrachloride 250 236 94 68-133
75-35-4 1,1-Dichloroethylene 250 237 95 67-140
107-06-2 1,2-Dichloroethane 250 215 86 68-121
78-93-3 Methyl ethyl ketone 1250 831 66 51-129
127-18-4 Tetrachloroethylene 250 266 106 72-132
79-01-6 Trichloroethylene 250 225 90 73-121
75-01-4 Vinyl chloride 250 215 86 54-126

CAS No. Surrogate Recoveries BSP Limits

1868-53-7 Dibromofluoromethane 87% 72-122%
17060-07-0 1,2-Dichloroethane-D4 78% 68-124%
2037-26-5 Toluene-D8 89% 80-119%
460-00-4 4-Bromofluorobenzene 86% 72-126%

* = Outside of Control Limits.
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Matrix Spike/Matrix Spike Duplicate Summary Page 1 of 1     
Job Number: TC55413
Account: RFWTXHO Weston Solutions
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
TC55420-1MS Z044537.D 10 09/26/14 EM n/a n/a VZ4417
TC55420-1MSD Z044538.D 10 09/26/14 EM n/a n/a VZ4417
TC55420-1 Z044534.D 10 09/26/14 EM 09/25/14 OP34074 VZ4417

The QC reported here applies to the following samples: Method:  SW846 8260C

TC55413-2

TC55420-1 Spike MS MS Spike MSD MSD Limits
CAS No. Compound ug/l Q ug/l ug/l % ug/l ug/l % RPD Rec/RPD

71-43-2 Benzene 17.3 250 321 121* 250 304 115 5 68-119/12
108-90-7 Chlorobenzene ND 250 266 106 250 262 105 2 74-120/12
67-66-3 Chloroform ND 250 275 110 250 282 113 3 73-122/13
56-23-5 Carbon tetrachloride ND 250 301 120 250 298 119 1 68-133/20
75-35-4 1,1-Dichloroethylene 14.8 250 325 124 250 320 122 2 67-140/18
107-06-2 1,2-Dichloroethane ND 250 268 107 250 272 109 1 68-121/12
78-93-3 Methyl ethyl ketone ND 1250 1200 96 1250 1310 105 9 51-129/22
127-18-4 Tetrachloroethylene ND 250 317 127 250 311 124 2 72-132/14
79-01-6 Trichloroethylene ND 250 277 111 250 276 110 0 73-121/13
75-01-4 Vinyl chloride ND 250 258 103 250 249 100 4 54-126/17

CAS No. Surrogate Recoveries MS MSD TC55420-1 Limits

1868-53-7 Dibromofluoromethane 113% 114% 115% 72-122%
17060-07-0 1,2-Dichloroethane-D4 104% 106% 103% 68-124%
2037-26-5 Toluene-D8 110% 111% 112% 80-119%
460-00-4 4-Bromofluorobenzene 107% 108% 108% 72-126%

* = Outside of Control Limits.
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Matrix Spike/Matrix Spike Duplicate Summary Page 1 of 1     
Job Number: TC55413
Account: RFWTXHO Weston Solutions
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
TC55451-1MS K28053.D 500 09/28/14 CF n/a n/a VK1198
TC55451-1MSD K28054.D 500 09/28/14 CF n/a n/a VK1198
TC55451-1 a K28052.D 500 09/28/14 CF 09/26/14 OP34089 VK1198

The QC reported here applies to the following samples: Method:  SW846 8260C

TC55413-1, TC55413-3

TC55451-1 Spike MS MS Spike MSD MSD Limits
CAS No. Compound ug/l Q ug/l ug/l % ug/l ug/l % RPD Rec/RPD

71-43-2 Benzene 500 U 12500 11700 94 12500 11300 90 3 68-119/12
108-90-7 Chlorobenzene 500 U 12500 11100 89 12500 10500 84 6 74-120/12
67-66-3 Chloroform 500 U 12500 10800 86 12500 11300 90 5 73-122/13
56-23-5 Carbon tetrachloride 500 U 12500 12100 97 12500 11400 91 6 68-133/20
75-35-4 1,1-Dichloroethylene 500 U 12500 11700 94 12500 11900 95 2 67-140/18
107-06-2 1,2-Dichloroethane 500 U 12500 11000 88 12500 10900 87 1 68-121/12
78-93-3 Methyl ethyl ketone 5000 U 62500 44500 71 62500 47700 76 7 51-129/22
127-18-4 Tetrachloroethylene 500 U 12500 12900 103 12500 12300 98 5 72-132/14
79-01-6 Trichloroethylene 500 U 12500 11500 92 12500 10800 86 6 73-121/13
75-01-4 Vinyl chloride 500 U 12500 10400 83 12500 10700 86 3 54-126/17

CAS No. Surrogate Recoveries MS MSD TC55451-1 Limits

1868-53-7 Dibromofluoromethane 85% 89% 72-122%
17060-07-0 1,2-Dichloroethane-D4 82% 82% 68-124%
2037-26-5 Toluene-D8 89% 88% 80-119%
460-00-4 4-Bromofluorobenzene 85% 84% 72-126%

(a) Sample used for QC purposes only.

* = Outside of Control Limits.
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Matrix Spike/Matrix Spike Duplicate Summary Page 1 of 1     
Job Number: TC55413
Account: RFWTXHO Weston Solutions
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
TC55451-1MS K28085.D 10 09/29/14 EM n/a n/a VK1199
TC55451-1MSD K28086.D 10 09/29/14 EM n/a n/a VK1199
TC55451-1 K28082.D 10 09/29/14 EM 09/26/14 OP34089 VK1199

The QC reported here applies to the following samples: Method:  SW846 8260C

TC55413-4

TC55451-1 Spike MS MS Spike MSD MSD Limits
CAS No. Compound ug/l Q ug/l ug/l % ug/l ug/l % RPD Rec/RPD

71-43-2 Benzene 44.8 250 289 98 250 275 92 5 68-119/12
108-90-7 Chlorobenzene 10 U 250 232 93 250 225 90 3 74-120/12
67-66-3 Chloroform 10 U 250 236 94 250 234 94 1 73-122/13
56-23-5 Carbon tetrachloride 10 U 250 249 100 250 239 96 4 68-133/20
75-35-4 1,1-Dichloroethylene 10 U 250 246 98 250 237 95 4 67-140/18
107-06-2 1,2-Dichloroethane 10 U 250 227 91 250 226 90 0 68-121/12
78-93-3 Methyl ethyl ketone 100 U 1250 992 79 1250 1010 81 2 51-129/22
127-18-4 Tetrachloroethylene 10 U 250 275 110 250 262 105 5 72-132/14
79-01-6 Trichloroethylene 10 U 250 240 96 250 230 92 4 73-121/13
75-01-4 Vinyl chloride 10 U 250 222 89 250 214 86 4 54-126/17

CAS No. Surrogate Recoveries MS MSD TC55451-1 Limits

1868-53-7 Dibromofluoromethane 86% 88% 90% 72-122%
17060-07-0 1,2-Dichloroethane-D4 81% 79% 82% 68-124%
2037-26-5 Toluene-D8 91% 89% 89% 80-119%
460-00-4 4-Bromofluorobenzene 85% 86% 87% 72-126%

* = Outside of Control Limits.
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Accutest Laboratories

GC/MS Semi-volatiles

QC Data Summaries

Includes the following where applicable:

• Method Blank Summaries
• Blank Spike Summaries
• Matrix Spike and Duplicate Summaries

Gulf Coast

Section 6
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Method Blank Summary Page 1 of 1     
Job Number: TC55413
Account: RFWTXHO Weston Solutions
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
OP34088-MB W20256.D 1 09/26/14 GJ 09/26/14 OP34088 EW1072

The QC reported here applies to the following samples: Method:  SW846 8270D

TC55413-1, TC55413-2, TC55413-3, TC55413-4

CAS No. Compound Result RL MDL Units Q

95-48-7 2-Methylphenol ND 50 9.6 ug/l
3&4-Methylphenol ND 50 11 ug/l

87-86-5 Pentachlorophenol ND 250 100 ug/l
95-95-4 2,4,5-Trichlorophenol ND 50 9.8 ug/l
88-06-2 2,4,6-Trichlorophenol ND 50 11 ug/l
106-46-7 1,4-Dichlorobenzene ND 50 11 ug/l
121-14-2 2,4-Dinitrotoluene ND 50 13 ug/l
118-74-1 Hexachlorobenzene ND 50 16 ug/l
87-68-3 Hexachlorobutadiene ND 50 12 ug/l
67-72-1 Hexachloroethane ND 50 13 ug/l
98-95-3 Nitrobenzene ND 50 12 ug/l
110-86-1 Pyridine ND 50 13 ug/l

CAS No. Surrogate Recoveries Limits

367-12-4 2-Fluorophenol 79% 10-86%
4165-62-2 Phenol-d5 71% 10-83%
118-79-6 2,4,6-Tribromophenol 82% 32-128%
4165-60-0 Nitrobenzene-d5 87% 29-115%
321-60-8 2-Fluorobiphenyl 86% 34-113%
1718-51-0 Terphenyl-d14 106% 23-138%
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Blank Spike Summary Page 1 of 1     
Job Number: TC55413
Account: RFWTXHO Weston Solutions
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
OP34088-BS W20257.D 1 09/26/14 GJ 09/26/14 OP34088 EW1072

The QC reported here applies to the following samples: Method:  SW846 8270D

TC55413-1, TC55413-2, TC55413-3, TC55413-4

Spike BSP BSP
CAS No. Compound ug/l ug/l % Limits

95-48-7 2-Methylphenol 500 358 72 33-113
3&4-Methylphenol 500 377 75 28-119

87-86-5 Pentachlorophenol 500 353 71 28-136
95-95-4 2,4,5-Trichlorophenol 500 375 75 47-116
88-06-2 2,4,6-Trichlorophenol 500 368 74 44-112
106-46-7 1,4-Dichlorobenzene 500 346 69 36-99
121-14-2 2,4-Dinitrotoluene 500 416 83 52-115
118-74-1 Hexachlorobenzene 500 372 74 49-114
87-68-3 Hexachlorobutadiene 500 347 69 30-104
67-72-1 Hexachloroethane 500 392 78 30-100
98-95-3 Nitrobenzene 500 435 87 40-103
110-86-1 Pyridine 500 246 49 10-77

CAS No. Surrogate Recoveries BSP Limits

367-12-4 2-Fluorophenol 75% 10-86%
4165-62-2 Phenol-d5 72% 10-83%
118-79-6 2,4,6-Tribromophenol 75% 32-128%
4165-60-0 Nitrobenzene-d5 78% 29-115%
321-60-8 2-Fluorobiphenyl 82% 34-113%
1718-51-0 Terphenyl-d14 97% 23-138%

* = Outside of Control Limits.
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Matrix Spike/Matrix Spike Duplicate Summary Page 1 of 1     
Job Number: TC55413
Account: RFWTXHO Weston Solutions
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
OP34088-MS W20259.D 1 09/26/14 GJ 09/26/14 OP34088 EW1072
OP34088-MSD W20260.D 1 09/26/14 GJ 09/26/14 OP34088 EW1072
TC55420-1 W20258.D 1 09/26/14 GJ 09/26/14 OP34088 EW1072

The QC reported here applies to the following samples: Method:  SW846 8270D

TC55413-1, TC55413-2, TC55413-3, TC55413-4

TC55420-1 Spike MS MS Spike MSD MSD Limits
CAS No. Compound ug/l Q ug/l ug/l % ug/l ug/l % RPD Rec/RPD

95-48-7 2-Methylphenol ND 500 319 64 500 329 66 3 33-113/35
3&4-Methylphenol ND 500 332 66 500 346 69 4 28-119/36

87-86-5 Pentachlorophenol ND 500 302 60 500 288 58 5 28-136/29
95-95-4 2,4,5-Trichlorophenol ND 500 328 66 500 329 66 0 47-116/27
88-06-2 2,4,6-Trichlorophenol ND 500 317 63 500 296 59 7 44-112/26
106-46-7 1,4-Dichlorobenzene ND 500 309 62 500 286 57 8 36-99/31
121-14-2 2,4-Dinitrotoluene ND 500 365 73 500 371 74 2 52-115/30
118-74-1 Hexachlorobenzene ND 500 334 67 500 338 68 1 49-114/25
87-68-3 Hexachlorobutadiene ND 500 306 61 500 294 59 4 30-104/31
67-72-1 Hexachloroethane ND 500 346 69 500 326 65 6 30-100/34
98-95-3 Nitrobenzene ND 500 389 78 500 391 78 1 40-103/31
110-86-1 Pyridine ND 500 230 46 500 269 54 16 10-77/41

CAS No. Surrogate Recoveries MS MSD TC55420-1 Limits

367-12-4 2-Fluorophenol 67% 67% 82% 10-86%
4165-62-2 Phenol-d5 63% 67% 74% 10-83%
118-79-6 2,4,6-Tribromophenol 66% 68% 78% 32-128%
4165-60-0 Nitrobenzene-d5 67% 68% 89% 29-115%
321-60-8 2-Fluorobiphenyl 72% 74% 88% 34-113%
1718-51-0 Terphenyl-d14 83% 85% 105% 23-138%

* = Outside of Control Limits.
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Accutest Laboratories

GC Semi-volatiles

QC Data Summaries

Includes the following where applicable:

• Method Blank Summaries
• Blank Spike Summaries
• Matrix Spike and Duplicate Summaries

Gulf Coast

Section 7
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Method Blank Summary Page 1 of 1     
Job Number: TC55413
Account: RFWTXHO Weston Solutions
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
OP34093-MB NN176958.D 1 09/29/14 SC 09/26/14 OP34093 GNN1489

The QC reported here applies to the following samples: Method:  SW846 8081A

TC55413-1, TC55413-2, TC55413-3, TC55413-4

CAS No. Compound Result RL MDL Units Q

58-89-9 gamma-BHC (Lindane) ND 0.50 0.17 ug/l
12789-03-6 Chlordane ND 5.0 1.5 ug/l
72-20-8 Endrin ND 1.0 0.18 ug/l
76-44-8 Heptachlor ND 0.50 0.084 ug/l
1024-57-3 Heptachlor epoxide ND 0.50 0.11 ug/l
72-43-5 Methoxychlor ND 5.0 1.3 ug/l
8001-35-2 Toxaphene ND 5.0 1.2 ug/l

CAS No. Surrogate Recoveries Limits

877-09-8 Tetrachloro-m-xylene 86% 39-122%
2051-24-3 Decachlorobiphenyl 83% 28-123%
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Blank Spike Summary Page 1 of 1     
Job Number: TC55413
Account: RFWTXHO Weston Solutions
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
OP34093-BS NN176959.D 1 09/29/14 SC 09/26/14 OP34093 GNN1489

The QC reported here applies to the following samples: Method:  SW846 8081A

TC55413-1, TC55413-2, TC55413-3, TC55413-4

Spike BSP BSP
CAS No. Compound ug/l ug/l % Limits

58-89-9 gamma-BHC (Lindane) 2.5 2.4 96 62-131
72-20-8 Endrin 5 6.3 126 74-154
76-44-8 Heptachlor 2.5 2.9 116 51-131
1024-57-3 Heptachlor epoxide 2.5 2.6 104 66-129
72-43-5 Methoxychlor 25 32.3 129 64-140

CAS No. Surrogate Recoveries BSP Limits

877-09-8 Tetrachloro-m-xylene 93% 39-122%
2051-24-3 Decachlorobiphenyl 95% 28-123%

* = Outside of Control Limits.
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Matrix Spike/Matrix Spike Duplicate Summary Page 1 of 1     
Job Number: TC55413
Account: RFWTXHO Weston Solutions
Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
OP34093-MS NN176966.D 1 09/29/14 SC 09/26/14 OP34093 GNN1489
OP34093-MSD NN176967.D 1 09/29/14 SC 09/26/14 OP34093 GNN1489
TC55463-1 NN176965.D 1 09/29/14 SC 09/26/14 OP34093 GNN1489

The QC reported here applies to the following samples: Method:  SW846 8081A

TC55413-1, TC55413-2, TC55413-3, TC55413-4

TC55463-1 Spike MS MS Spike MSD MSD Limits
CAS No. Compound ug/l Q ug/l ug/l % ug/l ug/l % RPD Rec/RPD

58-89-9 gamma-BHC (Lindane) ND 2.5 2.5 100 2.5 2.5 100 0 62-131/23
72-20-8 Endrin ND 5 6.0 120 5 5.8 116 3 74-154/22
76-44-8 Heptachlor ND 2.5 2.6 104 2.5 2.5 100 4 51-131/31
1024-57-3 Heptachlor epoxide ND 2.5 2.5 100 2.5 2.5 100 0 66-129/21
72-43-5 Methoxychlor ND 25 30.5 122 25 29.6 118 3 64-140/20

CAS No. Surrogate Recoveries MS MSD TC55463-1 Limits

877-09-8 Tetrachloro-m-xylene 89% 86% 79% 39-122%
2051-24-3 Decachlorobiphenyl 89% 86% 79% 28-123%

* = Outside of Control Limits.
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Accutest Laboratories

Metals Analysis

QC Data Summaries

Includes the following where applicable:

• Method Blank Summaries
• Matrix Spike and Duplicate Summaries
• Blank Spike and Lab Control Sample Summaries
• Serial Dilution Summaries

Gulf Coast

Section 8
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC Batch ID: MP24266                                          Methods: SW846 6010B 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                                         09/25/14          09/25/14                            

MB       MB       
Metal          RL       IDL      MDL      raw      final    raw      final                                

Aluminum       1.0      .041     .061                                                                    

Antimony       0.025    .005     .0051                                                                   

Arsenic        0.050    .0085    .005     -0.0041  <0.050   0.0066   <0.050                              

Barium         5.0      .0049    .017     0.0011   <5.0     0.00027  <5.0                                

Beryllium      0.025    .00028   .0008                                                                   

Boron          0.50     .007     .039                                                                    

Cadmium        0.020    .00055   .00045   0.00088  <0.020   0.000070 <0.020                              

Calcium        25       .037     .12                                                                     

Chromium       0.050    .0012    .0014    0.00077  <0.050   -0.00041 <0.050                              

Cobalt         0.25     .00075   .0011                                                                   

Copper         0.13     .0056    .03                                                                     

Iron           0.50     .0057    .12                                                                     

Lead           0.025    .005     .0089    0.0012   <0.025   -0.00072 <0.025                              

Lithium        1.5      .01      .01                                                                     

Magnesium      25       .038     .04                                                                     

Manganese      0.075    .00027   .0093                                                                   

Molybdenum     0.050    .002     .001                                                                    

Nickel         0.20     .0035    .007                                                                    

Potassium      25       .2       .22                                                                     

Selenium       0.050    .0077    .0049    0.0050   <0.050   0.0010   <0.050                              

Silver         0.050    .0058    .0012    0.00037  <0.050   -0.00015 <0.050                              

Sodium         25       .046     .52                                                                     

Strontium      0.050    .00031   .002                                                                    

Thallium       0.050    .0034    .0058                                                                   

Tin            0.10     .0035    .014                                                                    

Titanium       0.10     .0015    .0015                                                                   

Vanadium       0.25     .0015    .0015                                                                   

Zinc           0.50     .0026    .017                                                                    

Associated samples MP24266: TC55413-2

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC Batch ID: MP24266                                          Methods: SW846 6010B 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                                09/25/14                                                       

TC54998-15R       Spikelot QC                                                     
Metal          Original MS       MPTW11   % Rec    Limits                                                 

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        0.0      0.44     0.40     110.0    75-125                                                

Barium         0.89     1.3      0.40     102.5    75-125                                                

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.0      0.44     0.40     110.0    75-125                                                

Calcium                                                                                                  

Chromium       0.0022   0.44     0.40     109.5    75-125                                                

Cobalt                                                                                                   

Copper         anr                                                                                       

Iron                                                                                                     

Lead           0.0      0.42     0.40     105.0    75-125                                                

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel         anr                                                                                       

Potassium                                                                                                

Selenium       0.0      0.46     0.40     115.0    75-125                                                

Silver         0.0      0.43     0.40     107.5    75-125                                                

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           anr                                                                                       

Associated samples MP24266: TC55413-2

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC Batch ID: MP24266                                          Methods: SW846 6010B 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                                         09/25/14                                              

TC54998-15R       Spikelot          MSD      QC                                            
Metal          Original MSD      MPTW11   % Rec    RPD      Limit                                         

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        0.0      0.44     0.40     110.0    0.0      20                                           

Barium         0.89     1.3      0.40     102.5    0.0      20                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.0      0.44     0.40     110.0    0.0      20                                           

Calcium                                                                                                  

Chromium       0.0022   0.44     0.40     109.5    0.0      20                                           

Cobalt                                                                                                   

Copper         anr                                                                                       

Iron                                                                                                     

Lead           0.0      0.42     0.40     105.0    0.0      20                                           

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel         anr                                                                                       

Potassium                                                                                                

Selenium       0.0      0.46     0.40     115.0    0.0      20                                           

Silver         0.0      0.43     0.40     107.5    0.0      20                                           

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           anr                                                                                       

Associated samples MP24266: TC55413-2

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC Batch ID: MP24266                                          Methods: SW846 6010B 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                       09/25/14                                                                

BSP      Spikelot QC                                                              
Metal          Result   MPTW11   % Rec    Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        0.43     0.40     107.5    80-120                                                         

Barium         0.43     0.40     107.5    80-120                                                         

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.43     0.40     107.5    80-120                                                         

Calcium                                                                                                  

Chromium       0.44     0.40     110.0    80-120                                                         

Cobalt                                                                                                   

Copper         anr                                                                                       

Iron                                                                                                     

Lead           0.42     0.40     105.0    80-120                                                         

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel         anr                                                                                       

Potassium                                                                                                

Selenium       0.45     0.40     112.5    80-120                                                         

Silver         0.43     0.40     107.5    80-120                                                         

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           anr                                                                                       

Associated samples MP24266: TC55413-2

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC Batch ID: MP24266                                          Methods: SW846 6010B 
Matrix Type: LEACHATE                                           Units: ug/l

Prep Date:                       09/25/14                                                                

TC54998-15R       QC                                                              
Metal          Original SDL 5:25 %DIF     Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        0.00     0.00     NC       0-10                                                           

Barium         892      897      0.5      0-10                                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.00     0.00     NC       0-10                                                           

Calcium                                                                                                  

Chromium       2.18     0.00     100.0(a) 0-10                                                           

Cobalt                                                                                                   

Copper         anr                                                                                       

Iron                                                                                                     

Lead           0.00     0.00     NC       0-10                                                           

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel         anr                                                                                       

Potassium                                                                                                

Selenium       0.00     0.00     NC       0-10                                                           

Silver         0.00     0.00     NC       0-10                                                           

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           anr                                                                                       

Associated samples MP24266: TC55413-2

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) Percent difference acceptable due to low initial sample  concentration (< 50 times IDL).
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC Batch ID: MP24281                                          Methods: SW846 6010B 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                                         09/26/14                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       1.0      .035     .061                                                                    

Antimony       0.025    .0028    .0051                                                                   

Arsenic        0.050    .005     .005     -0.0082  <0.050                                                

Barium         5.0      .0008    .017     0.00023  <5.0                                                  

Beryllium      0.025    .0005    .0008                                                                   

Boron          0.50     .002     .039                                                                    

Cadmium        0.020    .00075   .00045   -0.00057 <0.020                                                

Calcium        25       .02      .12                                                                     

Chromium       0.050    .0011    .0014    0.00083  <0.050                                                

Cobalt         0.25     .0013    .0011                                                                   

Copper         0.13     .0012    .03                                                                     

Iron           0.50     .023     .12                                                                     

Lead           0.025    .0033    .0089    0.0029   <0.025                                                

Lithium        1.5      .0033    .01                                                                     

Magnesium      25       .038     .04                                                                     

Manganese      0.075    .00045   .0093                                                                   

Molybdenum     0.050    .0031    .001                                                                    

Nickel         0.20     .0011    .007                                                                    

Potassium      25       .038     .22                                                                     

Selenium       0.050    .006     .0049    0.0054   <0.050                                                

Silver         0.050    .001     .0012    0.00024  <0.050                                                

Sodium         25       .029     .52                                                                     

Strontium      0.050    .00035   .002                                                                    

Thallium       0.050    .0042    .0058                                                                   

Tin            0.10     .0034    .014                                                                    

Titanium       0.10     .00095   .0015                                                                   

Vanadium       0.25     .0009    .0015                                                                   

Zinc           0.50     .00065   .017                                                                    

Associated samples MP24281: TC55413-1, TC55413-3, TC55413-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC Batch ID: MP24281                                          Methods: SW846 6010B 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                                09/26/14                                                       

TC55451-1         Spikelot QC                                                     
Metal          Original MS       MPTW11   % Rec    Limits                                                 

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        0.0069   0.35     0.40     85.8     75-125                                                

Barium         0.36     0.70     0.40     85.0     75-125                                                

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.0      0.35     0.40     87.5     75-125                                                

Calcium                                                                                                  

Chromium       0.0065   0.35     0.40     85.9     75-125                                                

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           0.0      0.35     0.40     87.5     75-125                                                

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       0.014    0.36     0.40     86.5     75-125                                                

Silver         0.0017   0.34     0.40     84.6     75-125                                                

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP24281: TC55413-1, TC55413-3, TC55413-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC Batch ID: MP24281                                          Methods: SW846 6010B 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                                         09/26/14                                              

TC55451-1         Spikelot          MSD      QC                                            
Metal          Original MSD      MPTW11   % Rec    RPD      Limit                                         

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        0.0069   0.30     0.40     73.3N(a) 15.4     20                                           

Barium         0.36     0.64     0.40     70.0N(a) 9.0      20                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.0      0.29     0.40     72.5N(a) 18.8     20                                           

Calcium                                                                                                  

Chromium       0.0065   0.29     0.40     70.9N(a) 18.8     20                                           

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           0.0      0.29     0.40     72.5N(a) 18.8     20                                           

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       0.014    0.29     0.40     69.0N(a) 21.5 (b) 20                                           

Silver         0.0017   0.28     0.40     69.6N(a) 19.4     20                                           

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP24281: TC55413-1, TC55413-3, TC55413-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
(a) Spike recovery indicates possible matrix interference.
(b) High RPD due to possible sample nonhomogeneity or matrix interference.
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC Batch ID: MP24281                                          Methods: SW846 6010B 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                       09/26/14                                                                

BSP      Spikelot QC                                                              
Metal          Result   MPTW11   % Rec    Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        0.41     0.40     102.5    80-120                                                         

Barium         0.42     0.40     105.0    80-120                                                         

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.42     0.40     105.0    80-120                                                         

Calcium                                                                                                  

Chromium       0.41     0.40     102.5    80-120                                                         

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           0.42     0.40     105.0    80-120                                                         

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       0.43     0.40     107.5    80-120                                                         

Silver         0.40     0.40     100.0    80-120                                                         

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP24281: TC55413-1, TC55413-3, TC55413-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC Batch ID: MP24281                                          Methods: SW846 6010B 
Matrix Type: LEACHATE                                           Units: ug/l

Prep Date:                       09/26/14                                                                

TC55451-1         QC                                                              
Metal          Original SDL 5:25 %DIF     Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        6.87     0.00     100.0(a) 0-10                                                           

Barium         360      358      0.6      0-10                                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.00     0.00     NC       0-10                                                           

Calcium                                                                                                  

Chromium       6.51     6.30     3.2      0-10                                                           

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           0.00     21.4     NC       0-10                                                           

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       13.9     0.00     100.0(a) 0-10                                                           

Silver         1.69     0.00     100.0(a) 0-10                                                           

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP24281: TC55413-1, TC55413-3, TC55413-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) Percent difference acceptable due to low initial sample  concentration (< 50 times IDL).
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC Batch ID: MP24300                                          Methods: SW846 7470A 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                                         09/30/14                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Mercury        0.00020  .00005   .00005   0.000035 <0.00020                                              

Associated samples MP24300: TC55413-2

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC Batch ID: MP24300                                          Methods: SW846 7470A 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                                09/30/14                                                       

TC54998-15R       Spikelot QC                                                     
Metal          Original MS       HGTXAQ40 % Rec    Limits                                                 

Mercury        0.0      0.0042   0.0030   140.0N(a 75-125                                                

Associated samples MP24300: TC55413-2

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
(a) Spike recovery indicates possible matrix interference.
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC Batch ID: MP24300                                          Methods: SW846 7470A 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                                         09/30/14                                              

TC54998-15R       Spikelot          MSD      QC                                            
Metal          Original MSD      HGTXAQ40 % Rec    RPD      Limit                                         

Mercury        0.0      0.0038   0.0030   126.7N(a 10.0     20                                           

Associated samples MP24300: TC55413-2

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
(a) Spike recovery indicates possible matrix interference.
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC Batch ID: MP24300                                          Methods: SW846 7470A 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                       09/30/14                                                                

BSP      Spikelot QC                                                              
Metal          Result   HGTXAQ40 % Rec    Limits                                                          

Mercury        0.0027   0.0030   90.0     80-120                                                         

Associated samples MP24300: TC55413-2

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC Batch ID: MP24311                                          Methods: SW846 7470A 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                                         10/01/14                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Mercury        0.00020  .00005   .00005   -0.000063<0.00020                                              

Associated samples MP24311: TC55413-1, TC55413-3, TC55413-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC Batch ID: MP24311                                          Methods: SW846 7470A 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                                10/01/14                                                       

TC55451-1         Spikelot QC                                                     
Metal          Original MS       HGTXAQ40 % Rec    Limits                                                 

Mercury        0.0      0.0031   0.0030   103.3    75-125                                                

Associated samples MP24311: TC55413-1, TC55413-3, TC55413-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC Batch ID: MP24311                                          Methods: SW846 7470A 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                                         10/01/14                                              

TC55451-1         Spikelot          MSD      QC                                            
Metal          Original MSD      HGTXAQ40 % Rec    RPD      Limit                                         

Mercury        0.0      0.0031   0.0030   103.3    0.0      20                                           

Associated samples MP24311: TC55413-1, TC55413-3, TC55413-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC Batch ID: MP24311                                          Methods: SW846 7470A 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                       10/01/14                                                                

BSP      Spikelot QC                                                              
Metal          Result   HGTXAQ40 % Rec    Limits                                                          

Mercury        0.0031   0.0030   103.3    80-120                                                         

Associated samples MP24311: TC55413-1, TC55413-3, TC55413-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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Accutest Laboratories

General Chemistry

QC Data Summaries

Includes the following where applicable:

• Method Blank and Blank Spike Summaries
• Duplicate Summaries
• Matrix Spike Summaries

Gulf Coast

Section 9
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METHOD BLANK AND SPIKE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

MB                    Spike      BSP        BSP        QC       
Analyte                        Batch ID          RL         Result     Units      Amount     Result     %Recov     Limits   

Cyanide                        GP29593/GN61307   0.0050     0.0        mg/l       0.1        0.0969     96.9       91-108% 
Cyanide                        GP29597/GN61317   0.060      0.036      mg/kg      1.2        1.19       99.2       90-110% 
Sulfide                        GN61329           0.20       0.0        mg/l       1600       1520       95.0       90-105% 

Associated Samples: 
Batch GN61329: TC55413-1, TC55413-3, TC55413-4
Batch GP29593: TC55413-1, TC55413-3, TC55413-4
Batch GP29597: TC55413-2
(*) Outside of QC limits
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BLANK SPIKE DUPLICATE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

Spike    BSD                   QC         
Analyte                        Batch ID          Units      Amount   Result     RPD        Limit      

Sulfide                        GN61329           mg/l       1600     1520       0.0                  

Associated Samples: 
Batch GN61329: TC55413-1, TC55413-3, TC55413-4
(*) Outside of QC limits
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DUPLICATE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC                      Original   DUP                   QC         
Analyte                        Batch ID          Sample       Units      Result     Result     RPD        Limits     

Cyanide                        GP29593/GN61307   TC55432-1    mg/l       0.061      0.061      0.0        0-20%     
Cyanide                        GP29597/GN61317   TC55413-2    mg/kg      0.77       0.80       3.8        0-20%     
Ignitability (Flashpoint)      GN61365           TC55413-2    Deg. F     190        180        2.2        0-10%     
Ignitability (Flashpoint)      GN61366           TC55413-1    Deg. F     >200       >200       0.0        0-10%     
Solids, Percent                GN61261           TC54720-2    %          87         87.5       0.6        0-5%      
pH                             GN61270           TC55358-1    su         2.42       2.42       0.0        0-10%     
pH                             GN61272           TC55081-37   su         7.81       7.81       0.0        0-20%     

Associated Samples: 
Batch GN61261: TC55413-2
Batch GN61270: TC55413-1, TC55413-3, TC55413-4
Batch GN61272: TC55413-2
Batch GN61365: TC55413-2
Batch GN61366: TC55413-1, TC55413-3, TC55413-4
Batch GP29593: TC55413-1, TC55413-3, TC55413-4
Batch GP29597: TC55413-2
(*) Outside of QC limits
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MATRIX SPIKE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: TC55413 
Account: RFWTXHO - Weston Solutions 

Project: CES- Chemical Spill/4904 Griggs, Houston, TX

QC                      Original   Spike    MS                    QC         
Analyte                        Batch ID          Sample       Units      Result     Amount   Result     %Rec       Limits     

Cyanide                        GP29593/GN61307   TC55432-1    mg/l       0.061      0.2      0.26       99.5       90-110%   
Cyanide                        GP29597/GN61317   TC55413-2    mg/kg      0.77       28.5     16.9       56.6N(a)   90-110%   

Associated Samples: 
Batch GP29593: TC55413-1, TC55413-3, TC55413-4
Batch GP29597: TC55413-2
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(a) Outside control limits due to matrix interference and/or sample nonhomogeneity.
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Accutest Laboratories

Misc. Forms

Custody Documents and Other Forms

(Accutest New Jersey)

Includes the following where applicable:

• Chain of Custody

Gulf Coast

Section 10
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TC55413: Chain of Custody
Page 1 of 2

Accutest New Jersey
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Accutest Laboratories Sample Receipt Summary

Accutest Laboratories
V:732.329.0200

2235 US Highway 130
F: 732.329.3499

Dayton, New Jersey
www/accutest.com

Accutest Job Number: TC55413 Client:

Date / Time Received: 9/25/2014 Delivery Method:

Project:

4. No. Coolers: 1

Airbill #'s:

Cooler Security

1. Custody Seals Present:

  Y   or   N  

2. Custody Seals Intact:

3. COC Present:

4. Smpl Dates/Time OK

2. Cooler temp verification:

Cooler Temperature   Y   or   N  

1. Temp criteria achieved:

3. Cooler media:

IR Gun

Ice (Bag)

Quality Control  Preservatio   Y    or   N        N/A

1. Trip Blank present / cooler:

2. Trip Blank listed on COC:

3. Samples preserved properly:

4. VOCs headspace free:

Sample Integrity - Documentation   Y     or     N  

1. Sample labels present on bottles:

2. Container labeling complete:

3. Sample container label / COC agree:

Sample Integrity - Condition   Y     or     N  

1. Sample recvd within HT:

3. Condition of sample:

2. All containers accounted for:

Sample Integrity - Instructions

1. Analysis requested is clear:

2. Bottles received for unspecified tests

3. Sufficient volume recvd for analysis:

4. Compositing instructions clear:

5. Filtering instructions clear:

Intact

  Y   or   N  

Comments

 Y     or    N          N/A

Cooler Temps (Initial/Adjusted): #1: (2.1/2.1);  0

TC55413: Chain of Custody
Page 2 of 2
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Accutest Laboratories

General Chemistry

QC Data Summaries

(Accutest New Jersey)

Includes the following where applicable:

• Method Blank and Blank Spike Summaries
• Duplicate Summaries
• Matrix Spike Summaries

Gulf Coast

Section 11
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METHOD BLANK AND SPIKE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: TC55413 
Account: ALGC - Accutest Laboratories Gulf Coast, Inc. 

Project: RFWTXHO: CES- Chemical Spill/4904 Griggs, Houston, TX

MB                    Spike      BSP        BSP        QC       
Analyte                        Batch ID          RL         Result     Units      Amount     Result     %Recov     Limits   

Sulfide, Neutral Extraction    GP83075/GN12489   4.0        0.0        mg/kg      38.4       38.0       99.0       80-120% 

Associated Samples: 
Batch GP83075: TC55413-2
(*) Outside of QC limits

__________________________________________________________________________________________________________________________

Page 1

79 of 81
TC55413

11
11.1



DUPLICATE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: TC55413 
Account: ALGC - Accutest Laboratories Gulf Coast, Inc. 

Project: RFWTXHO: CES- Chemical Spill/4904 Griggs, Houston, TX

QC                      Original   DUP                   QC         
Analyte                        Batch ID          Sample       Units      Result     Result     RPD        Limits     

Sulfide, Neutral Extraction    GP83075/GN11815   JB76059-1A   mg/kg      0.0        0.0        0.0        0-30%     

Associated Samples: 
Batch GP83075: TC55413-2
(*) Outside of QC limits
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MATRIX SPIKE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: TC55413 
Account: ALGC - Accutest Laboratories Gulf Coast, Inc. 

Project: RFWTXHO: CES- Chemical Spill/4904 Griggs, Houston, TX

QC                      Original   Spike    MS                    QC         
Analyte                        Batch ID          Sample       Units      Result     Amount   Result     %Rec       Limits     

Sulfide, Neutral Extraction    GP83075/GN11815   JB76059-1A   mg/kg      0.0        46.9     14.4       30.7       25-119%   

Associated Samples: 
Batch GP83075: TC55413-2
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
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